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Found New Hardware Wizard

Welcome to the Found New
Hardware Wizard

Thiz wizard helps you install software for:

MéZeT Coloimeter2: WID=152a PID=8220 [USE Device]

f;") If your hardware came with an installation CD
&2 or Hloppy disk. insert it now.

What do you want the wizard to do?

(®install the software automatically [Recommended}
(O Install fram a list or specific location (Sdvanced)

Click Mext to continue.

[ Mext = ] ’ Cancel
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Type the path where the file iz located, and then click
ak.
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.
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Completing the Found New
Hardware Wizard
The wizard has finizhed installing the software far;
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Click Finish to cloze the wizard.
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MTCS - Software JENCOLOR

MTCS-C2 Colorimeter 2 Rev. 4.XX [ ___gpp |

Wendor_ID Product_ID

e 1528, < 8220

LISE Status Fesult

the connected hardware BoardTyp [ Colorimeter 2 [+~]

Figure 9: System Setups — Startup window
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Figure 19: Example of configuration
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If “Interrupted Measurement” is selected, no continuous measurements are carried out in
the main window, only single measurements. Please note: If Wait=1 in the conf.ini file, "In-
terrupted Measurement" is automatically selected.
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